Narrow angle light scattering measurements were made for various sizes of spherical particles suspended in water. These were compared to calculated theoretical scattering values as derived from the theory of Mie (1908) . Through measurements with different particle concentrations at angles between 0.20 and 0.7° the effect of the unscattered main beam light was removed. Results agreed well with Mie theory for these angles.
Introduction
The measurement of the volume scattering function d(0) of suspended particulate matter in water at very small angles is a problem which has received considerable attention in the past.'- 1 9 The importance of this measurement lies in the fact that more than half of all scattered radiant intensity is scattered at angles less than 3 from the incident main beam. 2 0 The measurement of volume scattering functions at near-forward angles may also be used in conjunction with particle size analysis and scattering measurements at midrange angles for the determination of the index of refraction of nonabsorbing particles. 21 22 In addition, visibility in the sea will be affected by forward scattering as shown by Wells et al. 3 A theoretical representation of scattering of electromagnetic waves by spherical, nonabsorbing particles was presented by Mie. 2 3 This theory, which is employed for this experiment, indicates that the volume scattering function (0), for a system of spherical particles, all having the same diameter and index of refraction, is relatively constant over a range of small angles ( Fig. 1 from the values in Salganik and Shifrin 24 ). The angle 0 at which (0) begins to decrease noticeably varies with particle size, being larger for the smaller particles. Also, at angles less than approximately 1, a larger particle will scatter a greater amount of radiant intensity than a smaller one. The theoretical values used in this experiment were obtained from the tables of Salganik and Shifrin. 2 4 These tables were used because they provided the most values for theoretical scattering at angles less than 10 for a variety of particle sizes. Other references' theoretical calculations. The reason this experiment can substantiate theory effectively is that the effects of the main beam (i.e., unscattered radiant intensity) can be removed through multiple measurements, as explained in the theoretical portion of this paper. Also, the experimental setup was such that the collimation angle of the receiver was reduced to approximately 1 Asr by using a small receiver area.
Theory
The appearance of unscattered light from the finite main beam must be considered in any small angle optical measurement. In addition, it must be realistically assumed that the direct light is not perfectly collimated and that there may be some scattering from the lenses in the optical setup. Therefore, as shown in Fig. 2 , the power received Pr will be equal to the power received due to scattering Pfl plus the noise P due to main beam inclusion, lack of collimation, and scattering from the lenses;
The volume scattering function is defined as
where dI(0) = scattered radiant intensity at angle 0 (w/sr), E = incident irradiance (w/m 2 ), and 
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The noise Pn received during the first measurement will be reduced with the addition of particles. This reduction is equal to the ratios of the transmissivities of the two concentrations. The transmissivities are defined as
exp(-cL) Multiplying Eq. (11) by exp-(c 2 -c,) LJ and subtracting Eq. (12) yield
(1-F)wOPoL (3) Using the transmissivities as defined by where dP# = power received due to scattering from the volume element dv, c = total attenuation coefficient, and wo = the solid angle subtended by the receiver:
Therefore,
and
Equation (16) can be simplified as
(1-F)woL Thus, with two measurements at different particle concentrations, the particle scattering function can be calculated.
dP,3 = fl(0)woPo exp(-cL).
(6)
Integration of dP, 3 over the length of the cell yields total scattered power received due to particulate matter and water:
Total received power can therefore be expressed as
Pr = P,, + 3(O)woPoL exp(-cL). (8)
Furthermore, the scattering function /(0) can be divided into scattering due to water /,3 (0):
By increasing particle concentration by a factor F, the particle scattering function will also increase by a factor F. That is, scattering is additive provided multiple scattering does not occur. 2 5 (The cell volume and the particle concentrations were such that multiple scattering was insignificant in this experiment.) For the first concentration of particles
and for the second concentration of particles
Experimental Setup
A schematic representation of the narrow angle scattering meter is shown in Fig. 2 . The water in the cell was kept nearly particle-free by filtration through an in-line 0.3-,m millipore filter. In front of the He-Ne laser was a planoconvex lens which focused the laser light onto a pinhole 80 mm away. This lens-pinhole successive profiles were taken. This whole process was performed for each of the three particle sizes. The size distributions obtained were used to calculate the theoretical volume scattering functions for each sample. The size distribution was broken up into channels in the of that same size. This was done for every diameter e range to obtain the total theoretical volume scattering function. By limiting the size of the channels the error Particles were introduced into the cell with a syringe, and the water was stirred to produce a homogeneous scattering medium. After each scattering measurement the water was filtered until the standard clean water scattering level was attained to assure cleanliness of the water in the cell. This scattering level amounted to less than 5% of the level obtained for the samples containing particles.
A 300-ml stock solution of suspended particles was prepared for each of the three particle sizes (mean diameters of 5.2 ,gm, 8 gim, and 9.8 ,gm). The spherical particles were a copolymer of styrene and divinyl benzene. The particles have an index of refraction of 1.15 relative to water and the standard deviations from the mean diameters are as follows: 7% for the 5.2-,gm particles; 15% for the 8-,4m particles; and 12.5% for the 9.8-gm particles. Forty drops of the particle supplies were added to 300 ml of filtered (through a 0.3-gm filter) distilled water to make the stock solution. A size distribution analysis was performed using a resistance pulse counter (composed of Coulter glassware and a Nuclear Data pulse height analyzer) five times for each of the three stock solutions. Ten milliliters of stock solution were added to the clean, filtered water in the cell in the narrow angle meter, and five continuous scattering profiles from 0.20 to 0.70 were taken successively. The water was again filtered until clean (as defined by the clean water standard), and then 20 ml of stock solution were added to the cell, and five more caused by using the mean diameter of a channel was only 2-3%.
Results
Each set of five experimental runs on the narrow angle scattering meter gave a maximum, a minimum, 
Discussion and Conclusion
The narrow angle scattering meter can effectively measure the scattered radiant intensity at angles less than 0.70. The results obtained indicate that the behavior of scattered light as predicted by Mie 23 is in fact a verifiable phenomenon. The flatness of the curve of /(0) vs 0 is seen experimentally and theoretically. The averaged results of this experiment are qualitatively compared to those of other experimentalists and to theory (normalized at 0.50) in Fig. 8 . The experimental and theoretical values do coincide to a great extent. These values were taken from five test runs for each particle size distribution. Statistically, it would be best to take a much greater number of test runs for each particle size distribution. This would probably bring the experimental and theoretical curves into closer agreement. This was made evident after the initial experiment when only one test run was made for each concentration of a given particle size. ; using five test runs the average became much closer to the theoretical values. This suggests that by further increasing the number of test runs, the experimental results should come even closer to theoretical predictions. Discrepancies and anomalies in the curves may be explained by a variety of reasons: inhomogeneous particle concentrations in the particle counter sample or in the narrow angle scattering meter cell; additional particles in the cell which were not in the water used for particle counter work (e.g., dust or microbubbles); human error in the measurement of particle stock solution added to the cell.
A scattering profile [(0) vs 0 for 00 < 0 < 1800] for a sample of water containing suspended particulate matter will vary depending on the particle size distribution, the particles' shapes, and the index of refraction of the particles. By use of scattering meters at near forward angles, midrange angles, and angles greater than 900, together with a particle size analyzer such as a Coulter counter, it may be possible to determine the relative composite index of refraction of a given sample of suspended particles. 2 12 2 , 2 6 The authors thank Robert Bartz for his work in the design, development, and fabrication of the narrow angle scattering meter and Carol Stiefvater for typing the manuscript. Support from the Office of Naval Research through contract N00014-76-C-0067 under project NR 083-102 is gratefully acknowledged. We also thank T. J. Petzold for his helpful suggestions for the development of the narrow angle scattering meter. Rudolf Kingslake's course is designed to give participants sufficient acquaintance with the various types of optical elements so that they can lay out a system to fit into the space available and perform the specified task.
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